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Flashing m.d (month/day) displays on the screen. Use M button to set and S button to 

confirm. 
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Figure 5 Position Diagram of Glucometer Temperature Sensor 

 

 

 

 

Temperature sensor
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The test must be completed within 3 minutes after taking out the testing strip. If the testing 

strips are exposed in the air too long before the test it may affect the accuracy of test. 

 

Figure 6 Prompt of adding blood samples 
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Figure 7.4  Apply the test 

 

 

Results: 8 seconds after adding the blood sample, screen will show the test result in 
mmol/L (Figure 8). 
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Figure 8 Testing results (this value is only used for reference) 
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Pd 17.1
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Pd 33.2

Con
tro

lle
d



 

  

Con
tro

lle
d



Pd 17.1 Pd 17.1 Pd 17.1

 Con
tro

lle
d



 

Tel: +86-10-80123100   Website: en.lepumedical.com  
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